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EXECUTIVE  SUMMARY 


Problem:  Non-flammable  hydraulic  fluid  (NFH)  is  a  highly  desirable  advancement  for 
inclusion  in  the  next  generation  of  military  combat  vehicles.  However,  due  to  its’  marked 
fluid  dynamic  property  and  material  compatibility  differences  from  conventional  fluids  a 
specially  designed  test  rig  is  required  to  evaluate  vehicle  system  components. 

Objective:  The  objective  of  this  program  was  to  develop  a  hydraulic  test  rig,  which  was 
compatible  with  the  non-flammable  fluid  Mil-H-53119,  CTFE  based  non-flammable 
hydraulic  fluid  for  testing  Army  vehicle  hydraulic  system  components. 
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Technical  Approach:  A  review  of  current  and  future  Army  hydraulic  system  needs  was 
made  to  size  the  capacity  and  power  requirements  for  the  test  rig.  A  literature  review  of 
past  research  of  NFH  fluid  was  made  to  identify  the  problem  areas.  A  design  was  then 
drafted  and  approved  by  Army  (TFLRF)  personnel  then  constructed  and  tested  to  validate 
its’  performance. 

Accomplishments:  A  150-hp,  40  gallon  per  minute,  4500  psi,  hydraulic  test  rig, 
compatible  with  NFH  was  constructed  and  tested.  A  40-hour  endurance  test  was 
conducted  autonomously  under  computer  control.  The  endurance  testing  revealed  that 
the  pump  was  not  suitable  for  the  low  viscosity  fluid. 

Military  Impact:  The  use  of  the  test  rig  will  promote  the  use  of  NFH  fluid  in  current  and 
future  Army  vehicles  and  thus  serve  to  improve  survivability  of  both  solders’  and 
vehicles. 
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I. 


INTRODUCTION 


To  enable  the  Army  to  conduct  in-house  hydraulic  fluid  and  component  research,  a  test  apparatus 
has  been  constructed  at  the  U.S.  Army  TARDEC  Fuels  and  Lubricant  Research  Facility  located  at 
Southwest  Research  Institute.  It  has  been  designed  to  be  compatible  with  all  current  and 
proposed  hydraulic  fluids. 

To  attain  maximum  flexibility  as  a  hydraulic  test  stand  maximum  use  of  stainless  steel.  Teflon 
and  Viton-G  materials  were  used.  These  materials  are  compatible  with  the  non-flammable 
hydraulic  fluid  (NFH),  chlorotrifluoroethylene  (CTFE),  as  well  as  all  conventional  and  proposed 
fluids  including  the  biodegradable  candidates. 

The  following  design  goals  were  established  for  the  test  stand  to  enable  the  testing  of  the  largest 
hydraulic  components  in  the  Army  inventory: 

Total  fluid  flow  40  gpm 

Maximum  pressure  4500  psi 

Maximum  fluid  temperature  1 80°F 

These  goals  have  been  met;  a  pump  performance  curve  obtained  while  operating  on  CTFE  is 
presented  in  Figure  1,  which  represents  the  maximum  pressures  and  flow  rates  that  the  current 
pump  and  associated  hydraulic  components  can  attain. 


FLOW  VS.  PRESSURE 


Figure  1.  Pump  Performance  Curve 
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DESCRIPTION  OF  FACILITY 


An  overall  photograph  of  the  test  rig  is  shown  in  Figure  2.  The  rig  consists  of  four  sub¬ 
components;  the  drive  motor’s  power  inverter,  the  drive  motor  and  pump  bedplate,  the  hydraulic 
stand,  and  the  computer  console. 


Figure!.  Hydraulic  Test  Rig 

The  drive  motor  power  inverter  is  a  large  wall  mounted  NEMA  1  enclosure,  which  is  connected 
to  the  460  AC  mains.  The  inverter  supplies  variable  frequency  power  to  the  150-hp  (11.2  kW) 
electric  motor  for  the  equivalent  of  0  to  1 800  rpm.  The  speed  control  can  be  from  the  front  panel 
or  from  the  computer. 

The  drive  motor  and  pump  base  plate  is  pictured  in  Figure  3.  It  consists  of  the  150-hp  electric 
motor,  an  adjustable  torque  limiting  slip  coupling,  and  a  strain  gage  type  electronic  torque  meter. 
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Figures.  Drive  Motor  and  Pump  Base  Plate 

The  torque  meter  output  and  actual  shaft  speed  as  detected  by  a  60-tooth  wheel  and  magnetic 
pick-up  are  inputs  to  the  data  acquisition  system.  The  pump  is  mounted  to  the  bedplate  via  the 
interchangeable  faceplate,  which  will  permit  different  pumps  to  be  readily  fitted  to  the  rig. 
Flexible  hose  is  used  to  connect  the  pump  to  the  hydraulic  test  stand. 

The  hydraulic  test  stand,  pictured  in  Figure  4,  is  constructed  using  the  “Unistrut”  system  of 
square  steel  members  and  bolted  joins.  This  system  was  chosen  for  maximum  flexibility  enabling 
rapid  changes  in  the  rig  to  meet  a  particular  test  requirement.  The  outside  perimeter  of  the  rig  is 
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Figure  4.  Hydraulic  Test  Stand 

covered  in  Lexan  clear  plastic  material,  which  provides  protection  to  the  operator  in  case  of  a 
high-pressure  leak  of  fluid. 

The  basic  test  rig  flow  schematic  is  given  in  Figure  5.  The  majority  of  the  hard  plumbing  consists 
of  stainless  tubing  terminated  with  Parker  “0”-ring  face  seals.  Pipe  threaded  joints  were  avoided 
wherever  possible.  All  pipe-threaded  joints  were  silver  soldered  to  provide  excellent  protection 
from  leakage. 

Referring  to  the  flow  schematic,  starting  at  the  pump,  a  Denison  load  compensated,  variable 
displacement  type  pump  draws  fluid  from  the  bootstrap  reservoir,  which  holds  10  gallons  of  fluid 
at  80  psi.  The  pump  discharge  is  directed  to  a  turbine  type  flowmeter,  a  10  micron  filter  with 
integral  bypass,  and  then  the  device  under  test  (DUT)  or  in  this  case  for  a  pump  test,  a  Rexroth 
proportional  relief  valve  or  proportional  flow  control  valve.  The  pressure  drop  across  either  valve 
can  be  varied  (manually  or  by  the  computer)  and  the  flowrates  recorded  to  develop  the  typical 
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Figures.  Basic  Test  Rig  Flow  Schematic 
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pump  performance  curve  as  shown  in  Figure  1.  On  the  low  pressure  side  of  the  Rexroth  valve  the 
fluid  is  again  filtered  and  then  passed  through  a  heat  exchanger,  water  and  air  eliminators  before 
returning  to  the  reservoir.  A  heater  loop  for  the  fluid  is  also  provided  to  meet  the  test 
requirements  if  needed. 

The  inlet  pressure  has  been  specified  by  the  manufacture  to  prevent  cavitation  at  the  pump  inlet. 
A  circuit  is  provided  from  the  high-pressure  side  to  the  bootstrap  reservoir  to  maintain  the  pump 
inlet  pressure  at  80  psi.  The  bootstrap  reservoir  consists  of  two  pistons  and  cylinders  sharing  a 
common  piston  shaft.  The  area  ratio  between  the  pistons  is  40  to  1.  Thus  by  setting  the  pressure 
regulator  to  3200  psi  (80  psi  times  40)  the  pump  inlet  side  of  the  reservoir  is  pressurized  to  the 
required  level.  The  accumulator  serves  to  hold  the  pressure  in  the  system  during  shutdowns. 

Two  stainless  0.5  1  sampling  bottles  are  installed  in  the  flow  loop  which  allow  fluid  samples  to  be 
drawn  while  the  rig  is  running. 

A  personal  computer  based  data  acquisition  and  control  system  was  developed  for  the  hydraulic 
test  rig.  Using  a  486-33  processor,  16  Mb  memory,  and  a  120  Mb  disk,  the  system  is  able  to 
record  32  channels  of  data  at  2000  Hz  and  output  8  channels  of  analog  voltage  or  current  loop 
control  signals.  A  list  of  computer  input  and  output  variables  is  given  in  Table  1. 


Table  1.  Computer  Input  and  Output  Variables 


Input  Variables 

Output  Variables 

Shaft  speed 

Rexroth  proportional  control  valve 

Shaft  torque 

Rexroth  flow  control  valve 

Pump  discharge  pressure 

I/P  used  to  control  a  pneumatic  valve  regulating  the 
cooling  water  flow  to  the  heat  exchanger 

Pump  discharge  temperature 

Pump  speed 

Case  drain  pressure 

Case  drain  temperature 

Pump  inlet  pressure 

Pump  inlet  temperature 

Valve  low-pressure  side  pressure 

Valve  low-pressure  side  temperature 

A  safety  system  is  implemented  in  the  software,  which  will  stop  the  motor  if  the  fluid  pressure  or 
temperature  exceeds  preset  limits.  This  system  allows  the  rig  to  be  operated  unattended  during 
extended  endurance  testing  resulting  in  considerable  cost  savings. 
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m.  SUMMARY 


A  hydraulic  test  rig  was  constructed  which  met  the  project  goals.  The  test  rig  was  successfully 
operated  to  obtain  pump  performance  curves  and  ran  unattended  for  41  hours.  However,  during 
the  endurance  testing  it  was  found  that  the  pump  is  not  well  suited  to  CTFE.  The  test  was 
repeated  using  a  pump  supplied  by  the  manufacturer  with  the  same  result.  The  pump  would  clog 
the  discharge  filter  with  brass  slivers.  The  only  possible  source  of  this  debris  is  the  kingsbury 
pads  of  the  pump.  Disassembly  of  the  first  pump  at  TFLRF  confirmed  the  high  wear  and  source 
of  the  debris.  The  second  test  pump  was  disassembled  and  inspected  at  the  manufacturer’s 
facility  with  TFLRF  personnel  present  to  observe.  The  manufacturer’s  representative  confirmed 
the  high  wear  at  the  kingsbury  pads. 


IV.  RECOMMENDATION 

It  is  recommended  that  this  apparatus  be  considered  for  the  evaluation  of  new  fluids  and 
hydraulic  components.  Smaller  pumps  (i.e.  20  gal/min)  have  been  identified  which  have  proven 
compatibility  with  CTFE  if  that  is  the  test  fluid.  It  is  conceivable  that  two  of  these  pumps  could 
be  used  to  obtain  the  maximum  flow  capacity  of  the  test  rig  if  that  was  required.  Funding 
limitations  prevented  the  use  of  these  pumps  in  the  test  rig.  The  current  40-gallon  per  minute 
pump  would  be  suitable  for  many  other  fluids. 
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APPENDIX  A 
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SUMMARY  OF  THE  TEST  STAND  DEVELOPMENT 


The  development  of  this  apparatus  required  the  working  through  many  problems.  Below  is  a 
summary  of  the  highlights  of  that  activity.  Some  of  the  problems  were  of  the  typical  nature  of 
such  projects  i.e.  unreliable  transducer  readings,  or  unstable  control  loops  and  omitted  from  this 
summary,  and  some  problems  were  due  to  particularities  of  the  CTFE  fluid  itself,  but  ultimately, 
as  solutions  to  those  problems  were  found,  it  became  apparent  that  the  pump  itself  was  not 
suitable  for  use  with  CTFE  and  the  testing  was  discontinued. 

•  Pipe  joints  sealed  using  pipe  joint  compound,  were  found  to  leak  soon  after  filling  the  rig 
with  CTFE 

•  2  wraps  of  Teflon  tape  on  the  pipe  threads  still  resulted  in  most  pipe  joints  leaking 

•  silver  soldered  all  the  pipe  thread  joints,  no  further  leaks 

•  developed  a  method  for  filling  the  bootstrap  reservoir  and  charging  the  accumulator  and 
corrected  an  omission  of  a  hydraulic  line  in  the  pump  load  compensator  circuit 

•  Low-pressure  side  relief  valve  dumps  approximately  5  gallons  overboard  as  pump  speed 
approached  maximum 

•  added  a  second  air  eliminator  to  the  low  pressure  side  to  reduce  the  back  pressure 

•  as  the  pressures  and  flowrates  were  increased  near  the  design  limits  high  vibration  levels  lead 
to  the  failure  of  gages  and  pressure  transducers  that  were  mounted  on  the  hydraulic  lines. 
These  items  were  remounted  in  rubber  on  the  Unistrut  frame  and  connected  to  the  lines  using 
flexible  hose  and  pressure  snubbers 

•  Several  major  changes  are  made;  the  high  vibration  levels  and  flow  instability  are  due  to  the 
proportional  flow  control  valve  so  a  proportional  pressure  relief  valve  is  installed  in  parallel 
to  the  original  valve  with  the  necessary  switching  valves,  the  heat  exchanger  is  replumbed 
directing  the  hydraulic  fluid  to  the  shell  and  cooling  water  to  the  tubes 

•  Smooth  pump  curves  are  now  obtained  but  the  flowrate  is  shown  to  decrease  as  the  pressure 
is  increased,  however,  the  shaft  power  into  the  pump  is  observed  to  increase  with  the  pressure 
increases  as  expected,  thus  making  the  flowmeter  readings  suspect 
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•  relocating  the  discharge  flowmeter  to  isolate  it  from  the  pulsating  flow  yields  proper 
readings 

•  obtained  a  pump  performance  curve  with  a  maximum  pressure  of  4000  psi 

•  Dennison  rep  visits  site  and  recommends  a  replacement  pressure  compensator  circuit  to 
correct  the  low  output  pressure 

•  New  pressure  compensator  circuit  raises  output  to  4500  psi 

•  Started  endurance  test  at  maximum  flow  of  40  gpm  and  pressure  of  4500  psi 

•  Terminated  test  at  41  hours  when  the  maximum  output  pressure  fell  to  2500  psi 

•  Tear  down  of  pump  and  test  rig  revealed  wear  of  the  brass  kingsbury  pads  and  brass  flakes 
and  slivers  in  all  the  filters 

•  Pump  was  reassembled  and  installed  on  the  pump  stand 

•  Repeated  cleaning  of  the  filters  did  not  improve  the  performance 

•  Pump  was  replaced  with  a  unit  from  the  manufacture  and  the  system  drained  and  flushed  with 
filtered  fluid  several  times 

•  new  pump  produced  brass  flakes  (considered  normal  in  a  new  pump)  and  brass  slivers 
(abnormal  wear  indicated)  at  low  pressure  and  low  flowrates 

•  Repeated  cleaning  of  the  filters  did  not  improve  the  performance 
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PUMP  ENDURANCE  TEST  RESULTS 


The  test  pump  was  a  Denison  Model  P6W  -R5B-C10-00-M2.  This  is  a  variable  displacement, 
axial  piston  type  pump,  4500-psi,  6  cubic  inch  displacement  per  rev  at  maximum  stroke.  It  would 
deliver  40  gpm  at  1 540  rpm.  The  system  was  filled  with  20  gallons  of  MIL-H-53 119  NFH  CTFE 
fluid.  The  fluid  temperature  was  controlled  at  175°F  during  the  testing  and  the  pump  was  set  at 
4500  psi  and  40  gpm.  The  endurance  test  was  to  run  for  200  hours  with  the  intent  of  detecting 
wear  by  detecting  the  level  of  metals  in  the  fluid. 

The  proposed  200-hour  test  ended  at  41  hours  due  to  the  inability  of  the  pump  to  develop 
pressure.  This  represented  a  major  failure  of  the  pump.  Figures  1  and  2  depict  the  pump  flowrate 
versus  pressure  and  pump  efficiency  before  the  endurance  test  and  Figures  3  and  4  are  the  same 
curves  obtained  after  41  hours  of  operation  at  the  test  conditions  stated  above. 

There  is  a  marked  difference  in  the  ability  of  the  pump  to  develop  pressure  and  flow  following 
the  accumulation  of  the  test  hours.  The  inability  to  develop  flow-work  adversely  affected  the 
efficiency  curves. 

A  high  amount  of  brass  flakes  and  slivers  were  collected  in  the  pump  discharge  filter,  which  is 
visible  in  the  photograph.  Figure  B-5.  Appendix  C  includes  photographs  of  the  pump 
components  after  the  test. 

Table  1  summarizes  the  laboratory  testing  of  the  fluid.  No  deterioration  of  the  fluid  was  detected 
by  the  laboratory  analysis.  The  x-ray  did  not  detect  the  brass  in  the  fluid  because  the  particles 
were  too  large  to  remain  suspended  in  the  fluid. 
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FLOW  vs.  PRESSURE 
1-26-94 


Figure  B-1.  Flow  vs.  Pressure,  1-26-94 
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FLOW,  gpm 


FLOW  vs.  PRESSURE 
3-14-94 


Figure  B-3.  Flow  vs.  Pressure,  3-14-94 


PUMP  EFF.  vs.  PRESSURE 
3-14-94 


Figure  B-4.  Pump  Efficiency  vs.  Pressure,  3-14-94 
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Table  B-1.  Fluid  Laboratory  Test  Results 


Sample 

Viscosity 

Visual 

Total  Acid  Number  (TAN)* 

Metals 

■ossi 

40°C  (cSt) 

100°C  (cSt) 

Appearance 

(mgKOH/g) 

Zn 

Fe 

Cu 

Sn 

A1  (ppm) 

2.82 

0.99 

clear 

0.45 

24.5 

1.1 

6.5 

2619 

10 

2.81 

0.98 

cloudy 

0.41 

25.8 

1275 

24 

2.82 

0.98 

yellow 

0.40 

25.1 

Km 

■m 

1338 

41 

2.82 

0.98 

gold 

0.42 

22.8 

6.2 

3.3 

1093 

*  ASTM 

564  1 
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